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ABSTRACT
We present the design and performance of RoboPol, a four-channel optical polarime-
ter operating at the Skinakas Observatory in Crete, Greece. RoboPol is capable of
measuring both relative linear Stokes parameters q and u (and the total intensity
I) in one sky exposure. Though primarily used to measure the polarization of point
sources in the R-band, the instrument features additional filters (B, V and I), en-
abling multi-wavelength imaging polarimetry over a large field of view (13.6′× 13.6′).
We demonstrate the accuracy and stability of the instrument throughout its five years
of operation. Best performance is achieved within the central region of the field of
view and in the R band. For such measurements the systematic uncertainty is below
0.1% in fractional linear polarization, p (0.05% maximum likelihood). Throughout all
observing seasons the instrumental polarization varies within 0.1% in p and within
∼1◦ in polarization angle.
Key words: instrumentation: polarimeter – techniques: polarimetry.
1 INTRODUCTION
Modern polarimeter design is driven by diverse sci-
ence goals. Examples include the aim to detect the ex-
tremely low polarization signature of planets near bright
stars (Hough et al. 2006; Wiktorowicz & Nofi 2015), or
the wavelength-dependence of time-varying polarization
⋆ Email: anr@iucaa.in
† Email: panopg@caltech.edu
through synchronous multi-band imaging (Piirola et al.
2014).
The most commonly used design for imaging po-
larimetric instruments is the dual-beam polarimeter (e.g.
Appenzeller 1967), which at its heart combines a modu-
lator/retarder (e.g. rotating half-wave plate) with a beam
analyser (e.g. birefringent prism). Compared to its prede-
cessor, the single-beam polarimeter, this type of instrument
offers the advantage of cancellation of multiplicative noises
that affect the two beams (such as variations in atmospheric
c© 2019 The Authors
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opacity between exposures) (Scarrott et al. 1983). This de-
sign only allows for measurement of one polarized Stokes
parameter (Q or U for linear polarimetry) at a time. In
order to obtain the fractional linear polarization, p, and po-
larization position angle, χ, (and also to break the mirror
degeneracy of the latter), at least two exposures at differ-
ent orientations of the half-wave plate (usually at 0◦ and
22.5◦) are necessary. In practice, to correct for instrumental
effects such as differential response of the polarimeter to dif-
ferent polarization states of incoming light, two additional
exposures are taken at 45◦ and 67.5◦ (e.g. Magalhaes et al.
1996; Ramaprakash et al. 1998). So a typical polarization
measurement with a dual beam polarimeter consists of 4
exposures at different half-wave plate positions. Dual beam
polarimetry is susceptible to target variations between ex-
posures, incorrect alignment of the half-wave plate and can
have large CCD readout time overheads.
These constraints are bypassed in the quadruple-beam
(or four-channel) polarimeter design. First proposed by
Geyer et al. (1996), the four-channel polarimeter uses a pair
of birefringent prisms (in this case Wollaston prisms, WP) as
the beam analyzer to achieve simultaneous measurement of
both Stokes Q and U . Four beams polarized at 0◦, 45◦, 90◦
and 135◦ emerge out of this prism pair. The measurement
of the relative intensities of the first two beams provides
the Stokes parameter Q (0◦, 90◦) and relative intensities of
the other two beams provides U . The prisms are placed in
such a way that the telescope beam is shared approximately
equally between the two, and all polarization states are im-
aged simultaneously at different positions on the detector.
This basic principle has been implemented in a number of ex-
isting instruments (e.g. Pernechele et al. 2003; Fujita et al.
2009; Helhel et al. 2015; Devoge`le et al. 2017).
The efficiency of a four-channel instrument at first
glance seems inferior to that of the dual-channel design: the
light of the source is split into four rays, compared to two in
the dual-beam design. However, in reality the four channel
design does not lead to any loss of performance, due to the
fact that the uncertainty on a Stokes parameter measure-
ment depends on the noise of the total intensity (the sum
of the two beams) used to obtain the Stokes parameter, and
not that of a single beam. Thus, a four-channel instrument
can achieve the same accuracy, in terms of photon noise,
as a (perfect) dual-beam instrument in only twice the time.
However, the control of systematics in dual-beam polarime-
try, which requires a minimum of 4 exposures, results in the
same amount of exposure time as in the four-channel case.
With the four-channel setup, any inaccuracies due to the
positioning of a rotating retarder, or other systematics due
to instrument changes between exposures, are avoided at no
cost in terms of timing.
RoboPol is a four channel polarimeter, capable of mea-
suring the linear Stokes parameters in one exposure. A colli-
mated telescope beam is shared equally by two quartz Wol-
laston prisms, each with its own half-wave plate in front.
Four beams of differing polarization states are output from
this system, and are imaged on a CCD detector. Relative
photometry of the four beam images provides the linear
Stokes parameters. RoboPol is mounted on the 1.3 m tele-
scope of the Skinakas observatory in Crete, Greece. The in-
strument was custom designed and built to conduct a com-
prehensive long term blazar polarimetric monitoring cam-
paign.
Operating successfully since 2013, data collected by
RoboPol have contributed in multiple publications in
the field of blazars (Pavlidou et al. 2014; Blinov et al.
2015, 2016a,b; Hovatta et al. 2016; Angelakis et al. 2016;
Liodakis et al. 2017; Raiteri et al. 2017; Kiehlmann et al.
2017; Uemura et al. 2017; Blinov et al. 2018), galactic bina-
ries and white dwarfs (Reig et al. 2014; Z˙ejmo et al. 2017;
Reig et al. 2017; Reig & Blinov 2018; S lowikowska et al.
2018), gamma-ray bursts (King et al. 2014b), and the inter-
stellar medium (Panopoulou et al. 2015, 2016; Skalidis et al.
2018).
We present the instrumental design in section 2. Section
3 describes the commissioning phase. We demonstrate the
accuracy and long-term stability of the instrument in section
4. We summarize in section 5.
2 THE INSTRUMENT
2.1 Design Considerations
The main scientific driver for building RoboPol was to ex-
plore the nature of the coherent rotation of the polarization
angle of blazar optical emission, first observed three decades
ago (e.g. Kikuchi et al. 1988). Though different mecha-
nisms have been proposed to explain this behavior (e.g.
Konigl & Choudhuri 1985; Bjornsson 1982; Sillanpa¨a¨ et al.
1993; Abdo et al. 2010), observational evidence has lagged
behind. This was our main motivation for initiating the
RoboPol blazar monitoring campaign. The project goal was
to observe the linear optical polarization of a large, statis-
tically unbiased sample of blazars with high cadence for a
duration of three years (Pavlidou et al. 2014).
The RoboPol polarimeter has been developed with two
main priorities in mind: efficiency and accuracy. The large
sample of targets (∼ 100) to be covered with a cadence of
several days calls for high observing efficiency (with minimal
overheads such as pointing and slewing). The optical emis-
sion from blazars is typically linearly polarized at a level of a
few percent (Pavlidou et al. 2014). For the limiting case of a
source with fractional linear polarization, p, of 1% and R =
18 mag the instrument should be capable of producing a 3-
σ detection within 30 minutes of exposure time. Systematic
uncertainties should therefore be below σp = 0.3%.
According to these considerations, a four-channel design
was selected for RoboPol as it meets the needs of the sci-
entific program: high measurement accuracy with minimal
overheads. In order to minimize the amount of time spent on
a specific target, monitoring is performed in a single band
(Johnson-Cousins R).
The instrument is also capable of performing comple-
mentary science in the B, V and I bands (through the use of
a filter wheel). The instrument features a large field of view
(FOV) (13.6′×13.6′). This provides the benefit of performing
relative photometry for the central target source (to obtain
Stokes I). This also enables rapid polarimetric mapping of
point sources over large areas on the sky.
MNRAS 000, 1–13 (2019)
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Figure 1. Optical design of RoboPol (side view). The optical train from left to right: telescope focal plane, collimator lenses, half-wave
plates & Wollaston Prisms system, camera lenses, CCD. Light rays originating at different locations on the FOV are shown as they
propagate through the system (differently shaded gray lines).
2.2 Telescope and CCD camera
The polarimeter has been designed for (and is mounted on)
the 1.3 m Ritchey-Chre´tien telescope at the Skinakas obser-
vatory in Crete. The telescope1 has the following specifica-
tions: 129 cm  primary f/2.88, 45 cm  secondary f/4.39,
telescope f/7.64 and an equatorial mount. To satisfy the spa-
tial needs of the instrument, the telescope’s focus was repo-
sitioned, by altering the distance between the primary and
secondary mirror by 15.281 mm. This resulted in a shift of
the focus position of 120 mm towards the primary, setting
the telescope to an f-number of f/7.488.
RoboPol is mounted on the direct port of the standard
Guidance and Acquisition Module (GAM) at the Cassegrain
focal station of the telescope. Along with RoboPol, the tele-
scope is equipped with other instruments, including an imag-
ing camera, an infrared camera, and a spectrograph. The
telescope beam can be diverted to one of the side port in-
struments by a fold mirror on a linear stage. The mirror is
stowed out of the way when RoboPol is in use. We avoided
using the side port for RoboPol to eliminate instrument po-
larization that would be introduced by the science fold mir-
ror.
The detector used for RoboPol, provided by the Ski-
nakas Observatory, is an Andor DW436 CCD camera with
2048×2048 pixels of size 13.5 µm. By use of a Peltier device,
the camera can be cooled to −70◦C ensuring negligible dark
current (6 × 10−4 e−/sec/pix). The gain and the readout
noise at the 2 µsec/pix readout speed that we use are 2.687
e−/ADU and 8.14±0.12 e− respectively. The median seeing
at Skinakas is 1′′. At the camera the focal ratio of f/5 gives
a mean pixel angular size of ∼0.4′′, and a FOV of 13.6′.
The defocusing of the secondary leads to image qual-
1 http://skinakas.physics.uoc.gr/en/
Figure 2. Schematic of the half-wave plate (λ/2) and Wollaston
prism (WP) system of RoboPol. The fast optical axes of the ele-
ments are shown with bidirectional arrows. The angle of the axis,
θ, is denoted below each half-wave plate.
ity degradation at the telescope focal plane. However, this
is adequately accounted for and compensated by the instru-
ment’s optics so that the final delivered image quality on the
CCD meets the design requirements.
2.3 Optical design
A side-view of the optical design of RoboPol is shown in Fig-
ure 1. The optical design of the instrument was optimized
after including the defocused telescope optics. A combina-
tion of lenses collimates the beam from the telescope focal
plane and transfers it to the polarization-analyzing system.
For simplicity, we only show the rays output from one of
the Wollaston prisms. The output beams are imaged on the
CCD detector by the camera assembly. The telescope and
mount structure place stringent space constraints on the in-
strument design. As a result, the instrument is very compact,
measuring only 421 mm in length.
MNRAS 000, 1–13 (2019)
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Figure 3. Instrument spot diagrams for one of the images formed by one of the RoboPol Wollaston prism − half-wave plate pairs. The
image was created using the Zemax software and does not take into account atmospheric seeing. Each panel shows the predicted image
for a different position on the FOV. The positions are labeled above each panel. The top left panel shows the image at the center of
the FOV, at coordinates (0,0). Other panels show images near the edges of the FOV. Different colors show the image for different input
wavelengths: 600 nm, blue, 650 nm, green and 700 nm, red (all within the R band). The scale of the panel (100 µm, or 2.96′′) is shown
next to the top left panel. The CCD pixels have a size of 13.5 µm (0.4′′) on the side.
The polarization optics of the system are shown
schematically in Figure 2. The telescope beam is shared by
a pair of half-wave plates followed by a pair of Wollaston
prisms. The angle θ of the optical axis of the elements is
measured clockwise from the y axis as shown on the CCD
plane in Figure 2. The left half (as shown in Fig. 2) of the
beam is transmitted through a half-wave plate with fast axis
at θ = 0◦. It subsequently passes through a Wollaston prism
with axis also at θ = 0◦. A light ray transmitted through
this pair of elements is split into two rays with orthogonal
polarizations: an extraordinary ray (e-ray, with electric field
at θ = 0◦) and an ordinary ray (o-ray, with electric field at
θ = 90◦). The o- and e- rays diverge horizontally (along x).
The right half of the beam is transmitted through a half-
wave plate with optical axis at θ = 67.5◦. The subsequent
Wollaston prism has its axis at θ = 90◦ and splits light rays
vertically. Thus, the polarization angle of the beam incident
on the Wollaston prism on the right side is effectively ro-
tated by 45◦ with respect to the prism axis. All elements of
the system are fixed and do not move. The specifications of
the polarization optics are listed in Table 1.
Figure 3 shows Zemax2 spot diagrams for modeled point
sources placed at different locations within the field of view
(different panels). Rays of three different wavelengths (all
within the R band) were traced and are shown with different
2 www.zemax.com
colours. For simplicity, we only show the predictions for one
half of the pupil beam passing through a set of half-wave
plate and Wollaston prism.
The pattern of divergence of the rays from the origin
depends strongly on location in the field of view but only
slightly on the wavelength. Any chromaticity induced within
the instrument (mainly the WP) is small compared to the
size of the typical PSF. The least divergence is seen for a
source placed at the center of the field (at (0◦,0◦) top left
panel), where the maximum divergence is 11 µm. The high-
est divergence is 47 µm, at (0◦,0.1125◦). The RMS radial di-
vergence of the rays for a given location on the FOV ranges
from 6 µm to 23.5 µm.
This RMS radius can be taken as a rough estimate of
the PSF size (without the effect of atmospheric seeing). We
compare these values to the expected atmospheric seeing. A
PSF of 1′′ (median seeing at the Skinakas Observatory) is
fully sampled with 2.5 pixels (with 0.4′′per pixel on aver-
age). This corresponds to a radius of 16.9 µm, for a pixel
size of 13.5 µm. For the central source, therefore, the PSF
is predicted to be seeing-limited. This is not the case for
sources placed in the majority of locations on the FOV. In
Section 3 we compare these predictions to the actual mea-
sured performance of the instrument in terms of encircled
energy diagrams.
Differential photometry of the pair of vertical spots
gives the relative Stokes parameter u, and that of horizontal
MNRAS 000, 1–13 (2019)
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Figure 4. An exposure taken with RoboPol. The colors have been
stretched to highlight features in the FOV. Background light in
the central region is partially blocked using a focal-plane mask.
The dark vertical and horizontal lines are the shadows cast by
the mask supports. There is significant vignetting throughout the
FOV, resulting in large-scale variations of the sky background
intensity. Small-scale artifacts are also present and are due to the
presence of dust specs at different locations within the instrument.
spots gives q3:
q =
N2 −N3
N2 +N3
, u =
N1 −N0
N0 +N1
, (1)
where Ni is the photon count of the spot with index i
(from 0 to 3) as shown in Figure 24. The photon counts
Ni result after correcting the measured counts for sky back-
ground. The uncertainties of the Stokes parameters are given
by the following equations (by error propagation, see also
Ramaprakash et al. 1998):
σq =
√
4(N22 σ
2
3 +N
2
3σ
2
2)
(N3 +N2)4
, σu =
√
4(N20σ
2
1 +N
2
1σ
2
0)
(N0 +N1)4
, (2)
while the uncertainties of the intensities, σi, are calculated
according to Laher et al. (2012):
σi =
√
Ni + σ2skyAphot +
σ2skyA
2
phot
Asky
, (3)
where σ2sky = nsky is the average sky intensity (background)
in a single pixel, Aphot is the area (in pixels) of the pho-
tometry aperture, and Asky is the area of the annulus used
for background estimation. The first two terms account for
the photon counting statistics of the source and sky, and the
third describes the background estimation uncertainty.
The design of RoboPol5 differs from that of most four-
channel polarimeters. It uses a half-wave plate to rotate one
3 The normalized Stokes parameters are defined as q = Q/I and
u = U/I, where I is the total intensity and Q and U are the linear
polarization Stokes parameters.
4 We note that our equations 1 differ from those given in
King et al. (2014a) due to a typographical error in the latter.
5 The authors are happy to share more design details through
private communication.
Table 1. Wollaston prism and half-wave plate characteristics.
Wollaston Prisms
Material Quartz
Size 25×25 mm
Clear Aperture 22.5 mm minimum
Divergence 60′ in the visible
Wavelength Range 400-900 nm
Extinction Ratio < 10−4
Wavefront Distortion < λ at 633nm
AR coating R< 0.7% over 500-900 nm
on both surfaces
Manufacturer Karl Lambrecht corp.
Half-wave plates
Material MgF2 and Quartz crystal
(cemented)
Retardation λ/2 ± 5% over 400-900 nm
Beam Deviation < 1′
Wavefront Distortion < λ at 633nm
Accuracy of axis orientation ±30′
Size 25×25 mm
AR coating R < 0.5% over 500-900 nm
on both surfaces
Manufacturer Karl Lambrecht corp.
half of the incoming light instead of a modified Wollaston
prism such as that proposed by Geyer et al. (1996). In this
respect it is similar to the design described in Fujita et al.
(2009). However, Fujita et al. (2009) used a beam splitter to
divert half of the beam to one of the prisms, and channeled
that part of the beam on the detector by use of a folding
mirror. RoboPol’s design, in contrast, avoids the large in-
strumental polarization induced by a folding mirror.
Another difference with other four-channel designs is
that the Wollaston prisms do not contain wedges such
as those proposed by Oliva (1997) and implemented in
many instruments (Pernechele et al. 2003; Kawabata et al.
2008; Afanasiev & Amirkhanyan 2012; Covino et al. 2014;
Helhel et al. 2015; Devoge`le et al. 2017). As a result, there
is significant vignetting throughout RoboPol’s FOV (Figure
4). Additionally, there are well-described geometric distor-
tions that cause the 4-spot pattern to vary as a function of
position. These effects are taken into account in the model-
ing of the instrumental response described in section 3.
2.4 Mask
The four-channel design of RoboPol has two disadvanta-
geous consequences due to the fact that any point on the
CCD receives photons from four different regions of the sky:
(a) the photon background (noise) is increased compared to
(e.g.) dual beam polarimetry and (b) neighbouring sources
on the sky can overlap as projected on the CCD. To ad-
dress these issues, it is customary in four-channel polarime-
try to place a mask that blocks light from nearby regions
of the observed target field, reducing the sky background
(e.g. Kawabata et al. 2008). We followed this approach in
order to increase the measurement accuracy, but only for
the central target.
Figure 5 (left) shows the mask design and its support-
ing legs. The middle panel shows a schematic of the mask
MNRAS 000, 1–13 (2019)
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Figure 5. The RoboPol mask. Left: Design of mask and its supports, with the physical dimensions marked (in mm). Middle: Schematic
of mask shape. White indicates open space while dark indicates the presence of light-blocking material. Right: Zoom-in of a typical
RoboPol science image showing a point source placed in the darkest shadows of the mask in the center of the field of view. The linear
shadows extending towards all edges of the image are cast by the supports of the mask.
(center of left panel). Open (unblocked) regions are colored
white, while the areas that are blocked by the mask are col-
ored black. The light from the central square (marked ’x’)
is projected on the ∼ 21′′-wide squares marked 0-3. Square
3 receives light from the central square (’x’) but not from
squares a, b, and c. It receives one quarter of the light reach-
ing the central square. The remaining three quarters of the
light from the central square are divided among regions 1,
2, and 0. As a consequence, the background for the central
source is reduced by a factor of ∼four compared to the ma-
jority of the field of view. The right panel of Fig. 5 shows
the shadows cast by the mask during a science exposure with
RoboPol.
The support structure of the mask can be seen extend-
ing in four directions in Figures 4 and 5. Along with the
mask, these supports cast shadows, reducing the available
for polarimetry area to ∼85% of the total (13.6′×13.6′) field
of view. The mask appears unfocused as it is not located ex-
actly at the focal plane. This was necessitated due to the
need to contain the instrument within the space available.
The design of the mask has to take care of two impor-
tant considerations. First, reflection from the mask surface
can impart erroneous polarization in the light from the as-
tronomical source. Therefore, the mask surface was coated
with plastic material of 10 to 15 µm thickness on each sur-
face to become non-reflective. Second, the size of the mask
was selected to simultaneously (a) minimize photon contam-
ination from the neighborhood of the central target and (b)
allow for enough area for background estimation around the
target.
The inner portion of the mask (depicted in Fig. 5) mea-
sures 5.2 mm × 5.2 mm × 1 mm, and the full size including
the supporting legs is 66.2 mm × 66.2 mm × 2.5 mm.
2.5 Control System and Data reduction Pipeline
One of the design goals of the RoboPol instrument was to op-
erate with high observation efficiency, which was achieved by
fully automating the observing process. The RoboPol control
system runs the telescope on robotic mode when the instru-
ment is online, but allows the telescope to be run manually
when the instrument is not in use. The control system fea-
tures automated target acquisition, telescope focusing, dy-
Table 2. Literature polarization of standard stars used for in-
strument calibration.
Name p(%) χ(◦) Band Ref
BD +32 3739 0.025±0.017 35.79◦ V 1
G191B2B 0.061 ± 0.038 147.65◦ V 1
HD 212311 0.034 ± 0.021 50.99◦ V 1
HD 14069 0.022 ± 0.019 156.57◦ V 1
BD +59 389 6.430±0.022 98.14◦ ± 0.10◦ R 1
BD +33 2642 0.20±0.15 78◦± 20◦ R 2
WD2149+021 0.05 -125◦ R 3
HD 154892 0.05± 0.03 – B 4
BD +40 2704 0.07± 0.02 57◦ ± 9◦ ? 5
(1)Schmidt et al. (1992); (2) Skalidis et al. (2018); (3)
Cikota et al. (2017); (4) Turnshek et al. (1990); (5)
Berdyugin & Teerikorpi (2002)
namic exposure time calculation, and target of opportunity
observations (including an alert system for GRBs).
The large amount of data generated by the survey is
handled by an automated data reduction pipeline, specif-
ically developed for this purpose. The program performs
aperture photometry of all point sources in the field of
view, calculates their normalized Stokes parameters q and
u and also provides relative photometry. A detailed descrip-
tion of the RoboPol control system and pipeline is given in
King et al. (2014a). Upgrades made to the pipeline, mainly
with regards to analysis in the wider FOV, are described in
Panopoulou et al. (2015).
By default, the data are reduced and corrected for the
instrumental polarization according to the instrument model
described in King et al. (2014a) (see also section 3). The
parameters of the model are fit anew each observing season,
as the instrument is removed from the GAM at the end
of the observatory seasonal operations (typically November)
and re-installed at the start of the following season (typically
March). A separate model is constructed for each filter.
3 COMMISSIONING
The RoboPol instrument was designed, assembled and
tested at IUCAA before shipping to the Skinakas observa-
tory for commissioning in May 2013. The mechanical and
MNRAS 000, 1–13 (2019)
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Figure 6. Fraction of total energy that is enclosed within an
aperture of given radius (growth curve). The dotted line is the
predicted curve from the Zemax software for a source at the center
of the field (there is no significant difference between predictions
for different spots of the same source). Solid gray lines show the
observed growth curves for 6 sources located throughout the FOV
(a separate curve is shown for each of the four spots), while the
solid black lines are for a source in the center of the field (within
the mask).
optical elements of the design were found to be in excellent
working order. Slight modifications were made to the tele-
scope weight distribution. Well-known polarization standard
stars were observed a multitude of times to validate the per-
formance of both the instrument and the data reduction
pipeline.
During commissioning, a model of the instrumental re-
sponse throughout the FOV was developed, as explained in
King et al. (2014a). Unpolarized standard stars were used
to raster map the FOV. These observations were then used
to develop an instrument model; i.e. a set of functions that
describe the variation of (a) the spot pattern, (b) the total
intensity and (c) the instrumental Stokes parameters across
the FOV. The residuals resulting from subtraction of the
model from the data are uniform across the field (see Fig.
12 and also King et al. 2014a), testifying the effectiveness
of the model to remove systematic large-scale patterns in
the aforementioned parameters. The model is agnostic as to
what optical effects it corrects for (e.g. vignetting, half-wave
plate non-uniformity). All large-scale systematic effects ex-
pected to affect polarization measurement to the required
accuracy are modeled out with this approach.
The on-sky characteristics of the PSF were compared to
those predicted during the design phase. This comparison is
made in terms of the fraction of total energy of a source
that is enclosed within a circular aperture of given radius
(curve of growth). We show a comparison between the curve
of growth predicted from the Zemax model and those re-
sulting from observations in Fig. 6. In order to minimize the
effect of varying atmospheric seeing on this comparison, we
have selected 6 sources observed during a night with me-
dian seeing 1′′. The exposure time was 20 seconds and the
R band magnitudes of the sources were in the range 12−16
mag. We show a separate curve of growth for each of the four
Figure 7. Required exposure time as a function of R-band mag-
nitude in order to reach a σp of 0.25% (blue) and 0.5% (red).
Squares and circles represent median values for multiple mea-
surements obtained at different elevations, atmospheric condi-
tions and Moon phase. Curves show the exponential function fit
to the data: a ebx + c, with (a, b, c) = (3.2×10−5, 1.09, 39) and
(0.0018, 0.79, -6) for a target σp of 0.25% and 0.5%, respectively.
spots of a source. We find significant differences between the
observed and predicted curves. First, the observed curves of
growth reach 90% of the total light at a radius of 1.2′′−1.6′′,
which is 1.3−1.8 times larger than the radius expected from
the Zemax model (0.9′′). Second, the observed curves ex-
hibit differences between the vertical and horizontal spots,
something that is not found by the model. In particular, the
two extreme curves that rise less steeply in Fig. 6 correspond
to the horizontal spots of a source.
Such differences from the Zemax prediction are to be
expected, as the prediction does not take into account a
multitude of factors which are present in realistic situations
(e.g. optical element misalignment, telescope tracking jitter,
imperfect seeing conditions). In practice, we take care to per-
form photometry within apertures that enclose the majority
of the energy of a source (e.g. Panopoulou et al. 2015), and
demonstrate that this results in excellent instrument perfor-
mance (see Section 4).
An addition made to the mechanical system was the
introduction of a pump used to channel dry air onto the glass
protecting the CCD to prevent water vapor condensation
on its surface during nights with high humidity. Finally, a
removable plastic cover was placed on the window of the
instrument, during the time that the telescope was in the
stow position, to prevent dust from settling on the surface
of the first lens.
4 PERFORMANCE
In the five years of RoboPol operations, the efficiency and
accuracy of the instrument have surpassed design specifi-
cations. In terms of time efficiency, the combination of the
instrument design (no moving parts) with the automated
observing strategy have resulted in an average of 15 targets
observed per night during the 3-year monitoring programme.
We characterized the performance of the instrument
in terms of exposure time using observing data of differ-
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Figure 9. The same measurements of Figure 8 but shown as a function of observing date for all years of RoboPol operation.
ent sources placed within the mask throughout all observ-
ing seasons. The data used cover different elevations, atmo-
spheric conditions and Moon phases. In Fig. 7 we present
the required exposure time in order to reach 0.25% and 0.5%
(statistical) accuracy in polarization for sources of different
magnitude.
4.1 R-band performance within the mask
4.1.1 Instrumental polarization
During the five years of operation, standard calibrator stars
were observed each night along with the science observa-
tions. These measurements allow us to evaluate the instru-
mental polarization and its uncertainty (systematic uncer-
tainty) as a function of time. For our initial analysis we do
not make use of the instrument model presented in Section
3. The literature values of standard stars used for calibration
are shown in Table 2.
The instrument causes the observed Stokes parameters
of standard stars, qobs and uobs, to be offset from their lit-
erature values, q∗, u∗, in a systematic way. In other words,
the literature-corrected measurements q¯ = qobs − q
∗ and
u¯ = uobs − u
∗ are found to be offset from (0,0) on the
q¯ − u¯ plane. Measurements of standard stars are shown on
the q¯ − u¯ plane in Figure 8, grouped by year of observa-
tion. Each point is a single observation, with errors that are
purely statistical (from photon noise). All observations have
been processed by the RoboPol pipeline, without making use
of the instrument model. This allows us to determine the
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Figure 10. The normalized likelihoods for the systematic un-
certainty of qinst (black) and uinst (gray) in the mask, calculated
using measurements of standard stars (Fig. 8) from 2016 (dashed)
and 2017 (solid). The maximum-likelihood systematic uncertainty
is σinst = 0.051− 0.054 %.
systematic uncertainty due to the instrument alone, avoid-
ing possible unknown errors due to modeling. The pipeline
version used employs optimized aperture photometry as de-
scribed in Panopoulou et al. (2015) with slight modifications
presented in Skalidis et al. (2018).
For all years, the instrument introduces a fractional lin-
ear polarization at the level of pinst = 0.3 − 0.4%. This is
found using the weighted mean of all q¯ and all u¯ measure-
ments (black crosses in Figure 8). The level of pinst varies
by less than 0.1% throughout five years of observing, during
which there have been multiple removals and replacements
of the instrument on the telescope.
The scatter of q¯ and u¯ measurements contains informa-
tion on the level of random variation of the instrumental
polarization. Normally this scatter is also influenced by a
number of other factors: observational uncertainties in the
measurements of the standard stars, atmospheric variations
throughout the observing period, errors in the literature val-
ues of standards, and possible intrinsic variability of stan-
dards. Seeing has been found to significantly affect measure-
ments of standard stars with a nearby source (within a few
arcseconds). One example is Hiltner 960. This is because the
second source is (partially or fully) blended with the calibra-
tor star during nights with bad seeing. S lowikowska et al.
(2016) find a similar problem with a source that lies 16′′
away from BD+59 389 using the RINGO3 polarimeter. We
have found this to not be the case for our measurements,
as the sources are well-separated for all the nights observed.
Note that even though commonly used standard stars are as-
sumed to be stable, we have found this not to be the case for
a subset of regularly monitored stars. The wealth of data col-
lected on standard stars throughout five years of operation,
along with the aforementioned stability of the instrument,
has allowed us to identify a subset of standard stars that are
variable. We have also found a number of stars that appear
offset from the rest of the calibrators in the q¯− u¯ plane (and
therefore have erroneous literature values). These stars are
not included in this analysis, and we will dedicate a sepa-
rate publication to present and discuss them (Blinov et al.,
in prep).
In this analysis we only make use of standards that we
trust have no or undetectable (below 0.1%) intrinsic variabil-
ity and have accurate literature values (these are the stars
used for Fig. 8 as well). We investigate whether there are
detectable variations of the polarization of standards within
a season in Figure 9, which shows the same observations
as in Figure 8 as a function of time. The lack of points in
2013 is due to the fact that very few high-quality standards
were observed initially. As time progressed, we refined our
set of observed standards. We also increased exposure times
(resulting in reduced errors for the 2016, 2017 set) and fre-
quency of observations within a given night.
In order to de-couple these effects from the instrumen-
tal polarization variability, we adopt a novel approach. First,
we make use only of the aforementioned well-behaved stan-
dards. We then make the assumption that the instrumental
variability in q and in u follows Gaussian distributions and
we treat q and u independently. The errors on the measured
q¯, u¯ are Gaussian (photon signal-to-noise ratios are of order
103). In this case, the likelihood function for the instrument
variability can be found analytically, and is given by equa-
tion A5 in Venters & Pavlidou (2007).
We calculate the normalized likelihoods for the system-
atic uncertainty of the instrumentally-induced normalized
Stokes parameters qinst and uinst separately, using measure-
ments obtained in a single observing year with RoboPol
(Figure 10). The maximum likelihood scatter of the instru-
ment polarization is found to be σinst = 0.051 − 0.054% for
both q and u. Values within this range are found when us-
ing the observations of 2016 (74 measurements) and of 2017
(130 measurements). However, for smaller numbers of obser-
vations the error in the maximum likelihood estimate will be
larger. This is the case for the years 2013, 2014 and 2015,
where only 23, 33 and 47 measurements can be used for the
determination of the instrumental polarization. In these ini-
tial seasons, many standards were observed that were in fact
variable. Some of these stars were used for the initial deter-
mination of the instrument performance (King et al. 2014a).
It may also be argued that part of the systematic vari-
ability measured could arise from the fact that we are using
observations throughout an entire season (May-November)
for its determination. This is not the case, however, as we
do not find a significant shift in the q¯ or u¯ measurements at
different dates within a season, as evidenced by inspection
of Fig. 9.
We now explore how the introduction of the instrument
model may change the above conclusions. To this end, we
processed the 2017 set of standards using the model built
in the same year (using the star HD 212311). As expected,
we find the residuals to be reduced: the weighted mean q¯ is
-0.07% and that of u¯ is 0.017% (compared to 0.18 and -0.24
% without the model correction). We find that the max-
imum likelihood scatter in the instrument polarization in
2017, after applying the model is σinst,q = 0.054%, σinst,u =
0.052%, consistent with that found without using the model
correction (0.051% and 0.053%, respectively).
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4.1.2 Instrumental rotation
Aside from the offset on the q¯− u¯ plane, another instrumen-
tal effect is the a rotation of the instrument frame compared
to the celestial frame. We can measure this rotation by us-
ing polarized standard stars, which have known and well-
measured polarization angles (χ∗). In order to measure the
rotation, we first correct each measurement of a polarized
standard for the instrumental zero-point offset found previ-
ously. In practice, we subtract qinst and uinst from each mea-
surement of the polarized standard and propagate the errors.
Then, we find the (corrected for zero-point-offset) polariza-
tion angle χobs,c and subtract from it the literature value χ
∗.
Any deviation from 0 points to an instrument frame rotation
(compared to the sky).
These differences are shown in Figure 11, for all years
of RoboPol operation6. There is considerable scatter not
only between observations of different stars but also be-
tween the measurements of an individual star compared
to the errors. This is most likely a result of the vari-
able nature of the majority of these standards (HD183143,
HD204827, Bastien et al. (1988), HD155197, HD236633,
Hiltner960, Schmidt et al. (1992), HD150193, Hubrig et al.
(2011)). Their variability excludes them from being used
to measure the zero-point-offset. However, because they are
highly polarized, they can still serve for estimating the in-
strumental polarization angle rotation. Another source that
could be contributing to the observed scatter is the varia-
tion of the instrument coordinate system that results from
removal and repositioning of the instrument on the telescope
(which happens up to 2-3 times throughout an observing sea-
son). With the existing dataset, we cannot distinguish be-
tween these two sources of uncertainty. However, even with
the uncertainties introduced, we find the weighted mean in-
strumental polarization angle rotation (solid blue line) to be
0.5◦ < χinst < 1.2
◦ for all years.
For the year 2013, the instrument rotation found here
is smaller than that found in King et al. (2014a) (2.31◦ ±
0.34◦). This difference arises mainly from the fact that
we do not make use of the standard star VI Cyg #12
(Schmidt et al. 1992) in our analysis (which shows signs of
strong variability in our data), and include the star HD
183143. If we use the same sample as King et al. (2014a), we
find values consistent within 1σ. This underscores the neces-
sity of establishing a large set of reliable polarized standards,
to allow a precise determination of the instrument reference
frame rotation.
4.2 R-band performance throughout the FOV
As discussed in section 2 the instrumental response is a func-
tion of target position on the FOV. To characterize this re-
sponse for the entire FOV, we make use of the instrument
model. As demonstrated in King et al. (2014a), the instru-
ment model is capable of removing the large-scale patterns
seen in the instrumental q and u. Figure 12 shows R-band
6 Literature values for the polarized standard stars in Fig. 11 were
taken from: Schmidt et al. (1992) for BD+59.389, BD+64.104,
HD 155197, HD 236633, Hiltner 960, from Whittet et al. (1992)
for HD 150193, HD 215806, and from Hsu & Breger (1982) for
HD 183143, HD 204827
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Figure 11. Rotation of the instrument reference frame compared
to the celestial frame measured with polarized standard stars. All
years from 2013 (top) to 2017 (bottom). The dashed line marks
a rotation of 0◦. The mean rotation for each year is marked by
the solid blue line.
q and u measurements of the unpolarized standard star HD
212311, which was used to create the model of 2017. The in-
strumental polarization prior to model correction is shown
in the left panels (top for q, bottom for u). The residuals af-
ter model correction (shown in the right panels) are spatially
uniform and lie below a level of 0.3%. The systematic uncer-
tainty outside the mask remains at these levels for models
taken in different years of RoboPol operation (compare with
King et al. 2014a; Panopoulou et al. 2015).
Apart from the large-scale spatial variations in the in-
strument response, there exist small-scale features that af-
fect the instrumental polarization locally. These small-scale
features are due to the presence of dust particles that lie
within the instrument. The particles cast shadows in differ-
ent positions in the FOV, as can be seen in Figure 4. Due
to the design of RoboPol, these features cannot be simply
corrected for by flat-fielding. Our approach is to detect these
features in flat-field images (taken with the telescope pointed
at the sky during twilight), and then discard any targets that
happened to be observed on the position of a dust spec. This
procedure is explained in detail by Panopoulou et al. (2015).
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Figure 12. Comparison between q and u measurements of an
unpolarized standard star positioned throughout the field: left,
without model correction and right, with model correction. White
squares are due to the absence of measurements in those positions.
4.3 Instrument characterization in B,V and I
bands
The majority of observations are performed in the R-band.
However, some of the other RoboPol projects require multi-
wavelength measurements. Due to the relative scarcity of
standard star observations compared to the R-band, we can-
not perform a similarly rigorous characterization of the in-
strument in the B, V and I bands. For this reason, we con-
sider data from the year 2016 within which the most obser-
vations of standard stars in these bands were taken. Figure
13 shows q and u measurements of standards observed in
the B, V, R and I bands in the mask. No model correction
has been applied to the data. We find that the mean instru-
mental polarization in the mask varies within 0.6% between
bands. The weighted mean pinst in the different bands are:
0.29 ± 0.16 % (B), 0.21 ± 0.099 % (V), 0.30 ± 0.091 % (R),
0.6 ± 0.077 %(I), where the quoted uncertainty was calcu-
lated from the standard deviation of q¯, u¯ measurements.
For each band, a separate model is created in each ob-
serving year. We explore the effectiveness of the model in
Figure 14. The panels (B, V, I from top to bottom) show
the residuals after model correction for 2017. The residuals
are spatially uniform, as is the case for the R-band model. In
all three bands the rms residuals are at the same level as in
the R-band. There are a number of positions that are empty,
as a result of poor sampling of the FOV during production of
the raster map. This would only affect the analysis of targets
outside the mask (falling in the regions with gaps). However,
all multi-band observations have placed targets in the mask,
where the instrumental polarization is best understood. The
presented models have been adequate for the purpose of re-
moving of instrumental polarization in the mask.
Several artificial effects appear in the B and I bands,
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Figure 13. Comparison between q and u residuals of standard
stars in the mask (from their literature values) observed during
2016 in the B, V, R and I bands. The measurements have not
been corrected for instrumental polarization (using the model).
Figure 14. Residuals instrumental q (left) and u (right) after
model correction throughout the field of view. From top to bot-
tom: B, V, and I band.
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which render the task of controlling systematics outside the
mask more difficult than in the R band.
One artifact that occurs in the B band is the appearance
of ghost images near relatively bright stars. An example of
such images is shown in Figure 15 (top) for a source placed
in the mask (left) and for a pair of sources in the field (right).
The exposure time was 5 seconds and the central source has
an R magnitude of ∼ 9. In the case of the source in the mask,
the background sky is too faint for the shadow of the mask
to be clearly visible (as a result of the short exposure time).
The pattern of the ghosts is similar in both cases, but the
ghost images are brighter for the source in the mask (these
brighter ghosts are marked with yellow lines in the Figure).
This artifact appears to be the result of increased reflectivity
of the anti-reflection coating on the CCD window.
A second effect in the B band is the appearance of a
periodic striped pattern that runs diagonally throughout the
FOV. This is best seen in the flat-field image of Figure 15
(middle). The intensity variations caused by this pattern are
of order 1%. This effect is also seen in images taken with the
same camera, but without RoboPol, and hence is not related
to the instrument.
A final artifact is seen in the I band, where a pattern of
fringes appears in the background far from the center of the
field. These I-band fringes are quite typical of thinned back
illuminated CCDs (e.g. Howell 2012). They are caused by
thin film interference effects for light of longer wavelengths,
between the various CCD layers that result in quantum ef-
ficiency variations in CCD pixels. An example sub-field of
the FOV that exhibits fringing is shown in Fig. 15 (bottom).
The reduction in brightness within the fringes is 1-2%.
5 SUMMARY
We have presented the RoboPol four-channel imaging po-
larimeter, developed for use at the Skinakas observatory 1.3
m telescope in Crete, Greece. It has been operating since it
was commissioned in 2013. The main task of RoboPol has
been to monitor the linear polarization of a large sample
of blazars in the R-band from 2013 to 2015, as part of the
RoboPol programme. RoboPol has delivered science for a
number of other projects, including Be/X-ray binary and
interstellar medium studies.
The design of RoboPol makes use of two Wollaston
prisms and two non-rotating half-wave plates to produce si-
multaneous measurements of the Stokes q and u parameters.
The R-band performance of RoboPol is stable through-
out an observing season and varies very little during five
years of regular operation. The scatter in the offset (or in-
strumental polarization) for R-band measurements in the
central mask region is below 0.1% (0.05% maximum like-
lihood value) in fractional linear polarization. Measure-
ments can be performed for point sources throughout the
13.6′ × 13.6′ FOV in the R-band where systematic offsets
are controlled at the level of 0.3%.
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